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Abstract: A new reduced form-factor three axes digital teslameter, based on the spinning current
technique, has been developed. This instrument will be used to characterize the SwissFEL insertion
devices at the Paul Scherrer Institute (PSI) for the ATHOS soft X-ray beamline. A detailed and
standardized calibration procedure is critical to optimize the performance of this precision instrument.
This paper presents the measurement techniques used for the corrective improvements implemented
through non-linearity, temperature offset, temperature sensitivity compensation of the Hall probe
and electronics temperature compensation. A detailed quantitative analysis of the reduction in errors
on the application of each step of the calibration is presented. The percentage peak error reduction
attained through calibration of the instrument for reference fields in the range of ±2 T is registered to
drop from 1.94% down to 0.02%.
Keywords: ATHOS soft X-ray beamline; calibration; Hall probe; spinning current technique; three axes
digital teslameter
1. Introduction
Most Hall probe sensors consist of n-type semiconductors made of single elements like Si and
III-V compounds like InSb, InAs and GaAs. Silicon has moderate electron mobility but is compatible
with integrated circuit technology making it the ideal choice for the realization of Hall sensor chips [1].
The quality of a Hall probe is mostly determined by its low zero field offset, its drift with time,
its sensitivity to the magnetic field, the magnitude of the linearity error of the output Hall voltage and
the minimization of the thermal, electrical and frequency noise.
As explained in References [1–4] the offset voltage is the parasitic output voltage that appears in
the absence of a magnetic field. This mostly originates from the structural asymmetry in the geometry
and non-uniform doping densities of the active part of the sensor. This offset can also drift with
time due to the ageing of the semiconductor material especially in cryogenic application conditions.
Thermal cycles also cause micro cracks in the active area of the sensor and mechanical stresses that
change the Hall coefficient.
The sensitivity of the Hall probe is temperature dependent due to the thermal activated behavior
of the carrier concentration whose density increases with temperature. This is especially true if the
Hall element is composed of a material with a small band-gap like InSb as explained in Reference [1].
The Hall voltage measurement output is not a linear function of the magnetic field density.
This nonlinear behavior is mainly caused by the field dependence of the Hall coefficient RH that is
related to the density of the electrons inside the support material and its mobility.
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The main limitation of the measurement precision of a Hall probe is the noise that appears at the
output of the signal voltage. Johnson-Nyquist noise results from the thermally induced motion of the
electrons in the material which is defined by Equation (1) where k is the Boltzmann constant (1.38 ×
10−23 JK−1), T is the absolute temperature in K, R is the resistance in ohms and BW is the bandwidth
in hertz.
V jn =
√
4kTRBW . (1)
Limitation of this source of noise is maintained by keeping the bandwidth as low as possible.
An additional noise source is flicker noise which is dominant at very low frequencies. This depends on
the material and on the fabrication technique of the Hall element which can be improved.
The planar Hall effect [1–4] is a galvanomagnetic effect which corresponds to an induced electric
field perpendicular to the current in the current-magnetic field plane of the Hall sensor die. This voltage
is induced when the Hall device is exposed to a non-orthogonal magnetic field and thus adds up to the
true Hall voltage. This offset voltage depends on the magnetic field and is proportional to the square
of the planar field Bp.
2. Spinning Current Modulation Technique
Since Hall sensors suffer from offsets due to various factors as explained previously, proper
interfacing circuitry that minimizes these offset effects is necessary. One method that is used is pairing
two matched sensors and connect them electrically in parallel but with orthogonal current directions as
in References [1,3]. The equivalent circuit of a Wheatstone bridge sensor is shown in Figure 1. Proper
offset cancellation is possible if the two sensors have exactly matching properties. However, this is
very difficult to achieve in practice. Electrically this matching implies that the change in the resistance
that appears in one leg of the bridge must be equivalent in the two sensors.
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3. Architecture of the Teslameter 
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Fig re 1. Pairing of two matched sensors being connected electrically in parallel but having orthogonal
current directions.
Because this technique is limited by the mismatching between the Hall devices, compensation of
offsets and drifts is only partial. Through the advancement of analog signal processing, the spinning
current modulation technique was developed [1–6] which allows dynamic cancellation of the offset
and low frequency noise through a quick periodic exchange of the bias and sense terminals of the
Hall plate.
As shown in Figure 2, the output voltage between points “C” and “D” is Vout1 = VH + Voffs, while
in the second cycle the connections are commutated and an output voltage of Vout2 = VH − Voffs is
recorded between points “A” and “B.” The difference between the mean values Vout1 and Vout2 is
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equivalent to VH. The offset reduction is achieved by the fact that only the Hall voltage depends on the
current direction but the offset voltage does not.
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3. Architecture of the Teslamet r
The full development of the new tesla eter can be found in Reference [7] with details pertaining
to the actual architecture and operation capabilities of the instrument itself. As an extension to this,
Figure 3 shows the complete artwork of the instrumentation PCB itself. In Reference [8] the actual final
performance of the electronic instrumentation is explained with a brief reference to the calibration
of the instrument. As the calibration is a very complex and long process this will be explained fully
throughout the rest of this article.
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4. Instrument Calibration Overview
Calibration of the instrument digital voltage outputs for the X-axis, Y-axis and Z-axis to true
magnetic field values requires extensive signal processing treatment which is very difficult to perform
using discrete hardware electronics. Therefore, a calibration algorithm is devised and programmed on
the microcontroller which follows the block diagram structure as shown in Figure 4.
The roles of the yellow blocks of Figure 4 are explained as follows. The block “Nonlinearity
Compensation” corrects the nonlinearity of the signal over the ±2 T magnetic field range using a 5th
order polynomial. The block “Temperature Output Adjust Compensation” converts the PT100 voltage
output to a true temperature reading. This is then used in the block “Temperature Compensation of
Offset” which makes the temperature signal suitable for compensating the offset drift with temperature.
The block “Temperature Compensation of Sensitivity” corrects the temperature influence on the
sensitivity. The electronics temperature is also read by a digital sensor and this is calibrated for
using a first order polynomial when the ambient temperature of the instrumentation varies from the
24 ◦C reference.
All the corrections are added to the signal at the point indicated by the summer in Figure 4 and the
true calibrated value is output. This calibration procedure is performed individually for all three axes.
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5. Calibration Procedure and Results
This section provides a detailed explanation and overview of each calibration step undertaken
together with a quantitative analysis of the step improvements obtained. A LabVIEW interface was
designed and coded for the end user in order to facilitate the calibration procedure. This interface
allows the user to connect with the instrument through a USB connection and with the nuclear magnetic
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resonance (NMR) through an RS232 interface for simultaneous data acquisition. The PT2025 Metrolab
NMR was used throughout the calibration procedure for magnetic field reference readings. This NMR
has an absolute accuracy of ±5 ppm which could be improved by absolute calibration of the probes.
5.1. Correction of Nonlinearity
Nonlinearity compensation has the largest impact on the overall absolute accuracy of the final
calibrated data given by the instrument. The Hall probe was exposed to the whole ±2 T range in 50 mT
steps and the digitized voltage output from the instrument together with the actual NMR readings
were recorded simultaneously. Therefore, the nonlinear relation obtained can be modelled using
different orders of polynomial fits whose residual percentage errors are depicted in Figure 5 for the
mean NMR plateaus over the ±2 T range.
From Figure 5 it can be concluded visually that the best percentage error achieved using a 5th
order polynomial fit resides in the range of ±0.01%. Orders higher than 5 resulted in no appreciable
difference in the residual error, leading to the conclusion that the 5th order polynomial provides the
best trade-off between accuracy and computation complexity. This is shown in Table 1 where a tenfold
improvement is registered from a 4th order polynomial to a 5th order one for the reduction in the
peak error. Nonlinearity compensation is thus applied using a 5th order polynomial fit for each axis.
Figure 6 shows the actual implementation of the 5th order polynomial fit on the uncalibrated data
obtained versus the NMR data obtained. In order to have the best fit for the response, each NMR
locked magnetic field value, subsequently called a plateau, is first filtered so that all plateaus contain
the same number of points. The NMR mean and the instrument output reading mean are taken for
each plateau and the polynomial fit is then found as shown in Figure 6.
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Table 1. Tabulation of percentage errors obtained for each order of polynomial fit and before any
calibration is applied.
Polynomial Fit Order Y-Axis MAX Error/%
Before Compensation 1.915818
1st Order Fit 2.224081
2nd Order Fit 2.857286
3rd Order Fit 0.111724
4th Order Fit 0.165389
5th Order Fit 0.011999
6th Order Fit 0.012135
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5.2. Correction of Temperature Influence
5.2.1. Temperature Output Adjust
The “Temperature Output Adjust” block converted the digitized Hall probe PT100 readings to
corresponding actual temperature values for the temperature range of 15 ◦C up to 35 ◦C. Since the PT100
is a platinum resistive element with a constant positive temperature coefficient, this relationship is a linear
one. This calibration block is necessary in order to feed the signal “T_CALIB” to the block “Temperature
Compensation of Offset,” as shown in Figure 4, to perform the required offset compensation.
This test was carried out by varying the temperature of the Hall probe from 14 ◦C up to 34 ◦C by
placing it inside a temperature controlled chamber and varying the chamber temperature in a hysteresis
manner. Two temperature cycles were performed in order to verify that no drift was present. Figure 7
shows this hysteresis relation which was modelled using a linear polynomial between the Hall probe
PT100 and the actual temperature of the chamber minus the ambient reference temperature at which
nonlinearity compensation was performed (24 ◦C). We see that since the chamber temperature was
being varied continuously and not stepped, the Hall probe exhibited a lagging temperature response
both during heat up and cool down. This effect resulted in a temperature calibration uncertainty of
around ±2 ◦C as shown in Figure 7.
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Figure 7. Graph showing the response of the PT100 output voltage to a two cycle temperature sweep
from 14 ◦C to 34 ◦C. The response is modelled using the red linear plot. Hysteresis direction is shown
by the purple arrows.
5.2.2. Temperature Compensation of Offset
“Temperature Compensation of Offset” was performed by using the “T_CALIB” signal from the
“Temperature Output Adjust” block and zero gauss data of the three axes from the Hall probe. The Hall
probe was placed in a high permeability three layer Mu-metal chamber that provided a consistent low
field test volume.
The gradient coefficient of the first order polynomial was used to obtain the required additional
offset across the temperature range that must be subtracted from the already linearized magnetic field
value, whose constant coefficient cancels the constant part of the offset. Figure 8 shows this relation
where one can note that the slope of the relation is nearly flat with a gradient of 15.78 µT/◦C and with
an absolute mean value of 24 µT at 24 ◦C. Therefore, this block takes care of the slight change in the
offset magnitude at zero gauss and ensures that irrespective of the Hall probe temperature, the field
read out by the instrument is always tied to zero when the Hall probe is at zero gauss.
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5.2.3. Temperature Compensation of Sensitivity
“Temperature Compensation of Sensitivity” caters for temperature changes across the whole
magnetic field dynamic range as an addition to correcting the offset at zero gauss as performed in
“Temperature Compensation of Offset” test. It is expected that the calibration error reduces more upon
implementing temperature sensitivity compensation. This is due to the fact that the response of the
Hall probe for temperature changes at different fields varies across the whole range. This must be
modelled correctly to have a well calibrated instrument.
Temperature hysteresis sweeps were performed for locked NMR values of 0.3 T, −0.3 T, 1 T, −1 T,
1.6 T and −1.6 T while the Hall probe was heated and then cooled using a Peltier element for the
temperature range of 17 ◦C up to 31 ◦C in each case. In the setup as shown in Figure 9, the NMR probe
was placed on top of the Hall probe and both were sandwiched between the electromagnet poles.
As the NMR probe and the Hall probe were in very close proximity to each other and the electromagnet
poles were very large, it was assumed that the magnetic flux was identical in the physical region of
the Hall probe and that of the NMR probe. On the right-hand side, the Peltier element was placed in
physical contact with the Hall probe and one of the electromagnet poles.
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Figure 9. Electromagnet setup showing the Hall probe placed between the poles with the NMR probe
on top of it. The Peltier element is placed in physical contact with the Hall probe on the right-hand side.
The mathematical application and the determination of the nth order polynomial fit for
“Temperature Compensation of Sensitivity” involves quite a detailed explanation as follows. The data
acquired for the locked NMR values of 0.3 T, −0.3 T, 1 T, −1 T, 1.6 T and −1.6 T against the temperature
sweeps was initially processed and linearly compensated (using a 5th order polynomial as explained
in Section 5.1) to achieve magnetic field values from the digitized voltage output of the instrument for
each of the three axes. By subtracting the linearized magnetic field values from the NMR readings,
the actual magnetic fi ld error ainst t mperature was found for every plateau. The d ta mod lling
plot in Figure 10 shows the hypothetical r lations that are expected for th six pla eaus which how
that as the NMR reading is independent of t mperature, the instrum nt output exhibits a negative
temperature coefficient output with a slope that is dependent on the magnetic field value explaining
the sensitivity response.
The NMR plot and the instrument output were expected to cross at the ambient reference
temperature of 24 ◦C as the instrument output is compensated at this temperature through linearity
calibration. The error plot in Figure 11 shows the magnetic field error for each plateau which is found
when subtracting the magnetic field value given by the instrument from the NMR. These plots outline
the individual slope values given by KMF and the y-intercept values given by CMF.
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Therefore, relating the slope values given by KMF and the y-intercept values given by CMF to the
instrument magnetic field value outputs gives the relation plots as shown in Figures 12 and 13.
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By applying the nth order polynomial fit from Figure 12 to the MF value given by the instrument
we get the corresponding KxT value. By applying the nth order polynomial fit from Figure 13 to the
MF value given by the instrument we get the corresponding CxT value. The values of KxT and CxT map
directly on one of the error plots in Figure 11.
As the temperature value is given by the PT100 and KxT and CxT are now known, the error
value from Figure 11 can be computed. This error is subtracted from the linearized compensated
reading to get the “temperature sensitive” compensated reading. In conclusion, modelling temperature
sensitivity requires two independent nth order polynomials for modelling the slope and intercept
values respectively.
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The application of this algorithm was applied to the real obtained data from the instrument and
the NMR. Figure 14 shows the real response for the temperature sweep in the case for the 0.3 T reading.
As the Peltier element heats up and cools down, the iron pole of the electromagnet in contact with the
Peltier element also registers a change in temperature. The change in temperature results in a slight
change in the magnetic field which is indicated by the NMR reading in green in Figure 14.
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Figure 14. Graph showing the response of both the R and the instrument as the Hall probe is
subjected to a field of 0.3 T and its temperature vari f 20 ◦C up to 31 ◦C using a Pelti r element.
An error plot f r each of the six operating tic field points was extracted and are shown
superimposed in Figure 15. As the ref rence a i t perature was 24 ◦C, at w ich nonlinearity
compensation is performed, the error plots in Figure 15 are supposed to cross each other with a null
error at this temperature. However, limitations in the physical setup during the calibration procedure
yielded such errors.
As theoretically explained, the slope values plot shown in Figure 16 and the intercept values
plot shown in Figure 17 are extracted from Figure 15. Linear and cubic polynomials are tested in
modelling the relation in Figure 16 to see the error reduction upon application of the algorithm for each
case attained using “T m erature Compensation of Sensitivity” after line rization was performed.
The intercept relation in Figure 17 was only modelled using a linear fit.
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Figure 16. Graph showing the slope values of the errors as in Figure 12 for each plateau. A cubic
polynomial (black) is deemed best in characterizing all the slope values across the whole range in
comparison to the linear polynomial fit (red).
Electronics 2020, 9, x FOR PEER REVIEW 12 f 18 
 
 
Figure 16. Graph showing the slope values of the errors as in Figure 12 for each plateau. A cubic 
polynomial (black) is deemed best in characterizing all the slope values across the whole range in 
co parison to the linear polyno ial fit (red). 
 
Figure 17. Graph showing the intercept values of the errors as in Figure 13 for each plateau. A linear 
polynomial fit is deemed best in characterizing all the intercept values across the whole range. 
Table 2 shows a breakdown of the mean percentage errors obtained upon the sequential 
application of nonlinearity compensation, offset compensation and temperature sensitivity 
compensation. A comparison is also made between the application of a third order polynomial and 
a first order polynomial in modelling the slope values from Figure 16 for temperature sensitivity. 
Table 2. % mean errors obtained at the different calibration steps for the six magnetic field plateaus 
tested. 
Output State Mean Error/% Polynomial Order B/T 
Uncalibrated −1.129865 NA 0.3 
After Nonlinearity 0.009666 5 0.3 
After Offset Comp 0.009657 1 0.3 
After Sensitivity −0.007776 1 0.3 
After Sensitivity −0.005007 3 0.3 
Uncalibrated 1.085900 NA −0.3 
Linearized Y-axis \ Tesla
-2 -1.5 -1 -0.5 0 0.5 1 1.5 2
Sl
op
e 
Va
lu
es
 \ 
T/
°C
-0.1
-0.05
0
0.05
0.1
Plot of Linearized Y-axis wrt Slope Values 
Linearized Y-axis \ Tesla
-2 -1.5 -1 -0.5 0 0.5 1 1.5 2
In
te
rc
ep
t V
al
ue
s 
\ T
es
la
10 -3
-1
-0.5
0
0.5
1
1.5
Plot of Linearized Y-axis wrt Intercept Values
Figure 17. Graph showing the intercept values of the errors as in Figure 13 for each plateau. A linear
polynomial fit is deemed best in characterizing all the intercept values across the whole range.
Table 2 shows a breakdown of the mean percentage errors obtained upon the sequential application
of nonlinearity compensation, offset compensation and temperature sensitivity compensation.
A comparison is also made between the application of a third order polynomial and a first order
polynomial in modelling the slope values from Figure 16 for temperature sensitivity.
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Table 2. % mean errors obtained at the different calibration steps for the six magnetic field plateaus tested.
Output State Mean Error/% PolynomialOrder B/T
Uncalibrated −1.129865 NA 0.3
After Nonlinearity 0.009666 5 0.3
After Offset Comp 0.009657 1 0.3
After Sensitivity −0.007776 1 0.3
After Sensitivity −0.005007 3 0.3
Uncalibrated 1.085900 NA −0.3
After Nonlinearity −0.011547 5 −0.3
After Offset Comp −0.011559 1 −0.3
After Sensitivity −0.008812 1 −0.3
After Sensitivity −0.007351 3 −0.3
Uncalibrated −1.824601 NA 1
After Nonlinearity 0.023719 5 1
After Offset Comp 0.023716 1 1
After Sensitivity 0.016652 1 1
After Sensitivity 0.015094 3 1
Uncalibrated 1.804986 NA −1
After Nonlinearity −0.006501 5 −1
After Offset Comp −0.006511 1 −1
After Sensitivity 0.001530 1 −1
After Sensitivity 0.001016 3 −1
Uncalibrated 0.105296 NA 1.6
After Nonlinearity −0.008425 5 1.6
After Offset Comp −0.008428 1 1.6
After Sensitivity −0.006905 1 1.6
After Sensitivity −0.006158 3 1.6
Uncalibrated −0.170719 NA −1.6
After Nonlinearity −0.048356 5 −1.6
After Offset Comp −0.048368 1 −1.6
After Sensitivity −0.009150 1 −1.6
After Sensitivity −0.008985 3 −1.6
5.2.4. Electronics Temperature Compensation
The effect of the temperature variation of the electronics on the magnetic field instrument reading
is taken into consideration by the block “Electronics Temperature Compensation”.
In order to study this effect, the instrument was placed in a temperature chamber in which the
temperature was swept from 17 ◦C up to 34 ◦C while the Hall Probe was placed in a zero gauss
chamber at the ambient reference temperature of 24 ◦C. The electronics temperature was read using
the on-board TMP112 high accuracy 12-bit digital temperature sensor which monitored precisely
the analog electronics temperature. The linearized output from the instrument was plotted against
the temperature of the instrument as shown in Figure 18. The 1st order polynomial extracted from
Figure 18 was used to compensate for any changes in the offset when the electronics temperature
drifted from the reference ambient temperature of 24 ◦C.
A major fallback of this test alone is that the offset shown can be only said to have this magnitude
at zero gauss and not throughout the full magnetic dynamic range. In order to properly model
the variation effect of the electronics temperature on magnetic field readings, a calibration block for
“Electronics Temperature Compensation of Sensitivity” should be included in the calibration process.
This test is not currently implemented and can be an additional improvement to the current calibration
process. In this test the Hall probe should be subjected to different fields across the full range and for
each field a temperature sweep of the electronics instrument is performed.
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Figure 18. Graph showing the variation of the instrument output when the Hall probe is at zero gauss
and at ambient reference temperature while the electronics temperature is varied from 17 ◦C up to
34 ◦C. This additional offset is compensated for using a 1st order polynomial fit.
6. Calibration Verification
Calibration verification test runs were performed for all three axes covering the whole ±2 T full
dynamic range at various temperatures.
Calibration result Table 3 summarizes the absolute percentage errors obtained for all axes of each
instrument before and after calibration while Figure 19 shows graphically the improvement obtained
for the Y-axis. Apart from a reduction in the mean error which effectively results in an offset of the true
reading, one can also note that calibration decreases the spread in the error. Predominantly the mean
error is reduced by the “Nonlinearity Compensation” block as shown in Figure 20 while the spread in
the error is then reduced by “Temperature Compensation of Sensitivity” as shown in Figure 21 for the
0.3 T case. We see that as the temperature of the Hall probe is increased from 21 ◦C up to 31 ◦C from
Figure 21, the instrument registers a positive percentage error increase which is reduced significantly
when temperature sensitivity compensation is applied.
Table 3. Tabulation of the reduction in percentage errors obtained for all axes upon calibration application.
Output State Mean Error/% 1σ Error/% Peak Error/%
X-Axis
Uncalibrated Output −0.022588 1.278237 1.935724
Calibrated Output 0.003280 0.021758 0.141789
Y-Axis
Uncalibrated Output 0.085041 1.344989 1.948582
Calibrated Output 0.001234 0.005751 0.027175
Z-Axis
Uncalibrated Output −0.064033 1.276952 1.815720
Calibrated Output −0.002833 0.034240 0.065478
Electronics 2020, 9, 151 15 of 18
Electronics 2020, 9, x FOR PEER REVIEW 15 of 18 
 
 
Figure 19. Graph showing the reduction in the percentage error after calibration. 
 
Figure 20. Graph showing the offset reduction obtained for the case of 0.3 T by application of 
nonlinearity compensation. 
 
Figure 19. Graph showing the reduction in the percentage error after calibration.
Electronics 2020, 9, x FOR PEER REVIE  15 of 18 
 
 
Figure 19. Graph sho ing the reduction in the percentage error after calibration. 
 
Figure 20. Graph sho ing the o fset reduction obtained for the case of 0.3 T by application of 
nonlinearity co pensation. 
 
Figure 20. Graph s owing the offset r i tained for the case of 0.3 T by application of
nonlinearity compensation.
le tr i s , ,    I   f  
 
 
i  .  i  t  ti  i  t  t   ft  li ti . 
 
i  .  i  t  ff t t  t i  f  t   f .    li ti  f 
li it  ti . 
 
Figure 21. Graph showing the additional improvement obtained in the percentage error spread by
application of “Temperature Sensitivity Compensation” after “Non-Linearity Compensation” is applied
when the Hall probe temperature is thermally cycled from 21 ◦C up to 31 ◦C.
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7. Calibration of Angular Errors of the Hall Probe
The full calibration of a multi-axes Hall sensor should also include correction of angular errors of
the Hall probe. Therefore the difficulty of performing very precise calibration of a three axes sensor is
increased due to the presence of the mutual coupling between the axes.
As indicated in Reference [9] the Hall sensor dies cannot be glued to the probe substrate so as to
be perfectly parallel with the reference plane and edges of the probe package. Over and above this, the
sensitivity vectors of the sensor are not perfectly oriented with respect to the dice planes and edges.
This results in angular errors in the range of 1◦ of the Hall probe sensitivity with respect to the probe
package reference axes.
As explained in Reference [9] the calibration of the angular errors is carried out by inserting the
Hall probe flat in a hollow cube like tool so that one component of the probe is perfectly aligned with
the magnetic field component B. The Hall probe is rotated in 90◦ angle steps and in each position the
instrument output is read. This is repeated for different magnetic fields and for all three axes. Data
analysis is performed in order to determine the sensitivity vector S as in Equation (2) where B is the
magnetic flux density vector and Vh is the Hall voltage vector given by the individual calibration of
each axis. Equation (3) gives the expanded matrix notation of Equation (2).
B = [S]−1 ∗Vh (2)
Bx
By
Bz
 =

Sxx Sxy Sxz
Syx Syy Syz
Szx Szy Szz

−1
∗

Vx
Vy
Vz
 (3)
8. Conclusions
Reference to the development of a high precision teslameter has been made with a detailed
overview of the calibration involved. The calibration procedure involved the application of high order
mathematical polynomials to precision measurement data in order to correctly model the nonlinearity
and temperature sensitivity of the Hall probe. Nonlinearity is modelled using a 5th order polynomial
registering a percentage error reduction in the peak error of around 1.903819% over the full ±2 T
range. A reduction in the error spread over temperature is obtained upon application of temperature
compensation of sensitivity using a 3rd order polynomial fit. A comparison of the results obtained
in using different order polynomials in modelling both temperature and non-linearity effects has
been highlighted thus outlining the importance of such experimentation. A full investigation of the
improvements obtained through the application of the calibration of the angular errors still needs to be
done and is considered as further work in this research project.
The presented calibration procedure has been designed, tested and fully verified on the developed
instrumentation [7,8]. The determination of all the calibration coefficients for the different polynomial
orders involves a great deal of data analysis and computational power. Tailored MATLAB scripts
have been coded for the determination of the calibration parameters in order to speed up the data
analysis process. The predominant parasitic effects of Hall probes as stated in Reference [1] are all
being calibrated for and improvement on the technique as presented in Reference [2] is also reported.
As [2] presents teslameter calibration based on an analog electronics module one can appreciate the
limitations in both precision and accuracy obtained. A direct comparison can be made on the order of
the polynomials used for the modelling of the Hall probe response. Predominantly in Reference [2]
non-linearity compensation is implemented using a third order op-amp based circuit whereas in this
presented study a fifth order polynomial has been proved to give much superior absolute accuracy
in the final calibrated readings. The recent study [9] shows a different calibration approach taken
where the Hall voltage is approximated by a polynomial function of 2nd degree that corresponds to
the first ten terms of a Taylor series. While one can appreciate the relevance of such a mathematical
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computation it does not yield the individual improvement obtained in the calibration of each parasitic
effect and thus remains very challenging in determining each optimal polynomial fit to be used.
As the 200 MHz on-board microcontroller of the instrument carries out all the calibration
calculations for every acquired data point as explained throughout this article, a study has been
conducted which quantifies the required clock cycles taken by the microcontroller to perform such
calculations on a single data point. Tabulation of the results obtained is shown in Table 4.
Table 4. Breakdown of all calibration steps in terms of the number of clock cycles on the TMS320F28379D
200 MHz microcontroller.
Calibration Step Number of Clock Cycles
Non-Linearity Compensation 28
Temperature Output Adjust Compensation 7
Electronics Temperature Compensation 9
Temperature Compensation of Offset 5
Temperature Compensation of Sensitivity 30
Merging of all individual Calibration steps 9
Total number of Clock Cycles 88
It is to be noted that the two most computation demanding calibration steps are “Non-Linearity
Compensation” and “Temperature Compensation of Sensitivity” given that a fifth order polynomial
needs to be computed for the former and the merging of a cubic fit and a linear fit must be done for
the latter as explained in Section 5.2.3. From Table 4 it can be concluded that as the total number
of clock cycles to perform a calibration of a single data point takes 88 clock cycles on the 200 MHz
microcontroller this results in an overall duration of 0.44 µs.
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